[Dose requirement and definition of the image with new types of mammographic systems (author's transl)].
Several film-screen-systems have been tested under clinical conditions in order to check their utility for mammography (Dupont, Kodak, 3M, Agfa, Auer). The aim was to find the balance between the resolution of the details and the minimal radiation dose.